
KBr evacuable die pro¬ 
duces three sizes of rec¬ 
tangular pellets up to 
25 x 5 mm and wedges 
20 x 12 mm. 

This new D-04 die is precision 
tooled and corrosion resistant. 
The pellet is formed in a 
mount so there’s no risk of 
breakage or fogging in re¬ 
moval. Applicator loading in¬ 
sures uniformity of pellet and 
reproducible results. Write or 
phone today for more details. 



RESEARCH CORPORATION 
BOX 852, DARIEN, CONN. 

PHONE (203) 655-3991 


D-04 Rectangular Die, specify for 1x5 mm, 

2.5 x 16 mm or 5 x 25 mm pellets..••$250.00 

D-04W Wedge Die for 12 x 20 mm pellets....$275.00 


















